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INTRODUCTION
The replacement of missing teeth by means of endosseous
titanium implants has proven to be a successful treatment modal-
ity for edentulous patients. The achievement and mainte-
nance of primary implant stability are prerequisites to achieve
osseointegration and long-term positive outcomes of osseoin-
tegrated implants.
1,2 Implant stability has been suggested to be
a useful predictor of osseointegration.
3,4 The creation and
application of a simple, clinically applicable noninvasive
test to assess implant stability is highly desirable. Suggested
methods include percussion, radiography, resonance fre-
quency analysis, placement resistance, periotesting, reverse torque,
and vibration methods in sonic and ultrasonic ranges.
5
A clinical instrument was recently developed to analyze res-
onance frequency, which is then calculated into the implant sta-
bility quotient (ISQ) to represent bone-implant contact.
4,6-9
ISQ replaces hertz, which is dependent on the transducer
used, and ranges from 1 to 100 with 100 representing the high-
est degree of stability.
9 ISQ levels for successfully integrated
implants are reported to range from 57 to 82. Friberg et al.
4
reported that the highest correlations were found between mean
torque values of the upper crestal portion of the implant and
the resonance frequency values at implant placement. There
were also correlations between the cutting resistances and ISQ
values of the implants. O’ Sullivan et al.
10 reported that there
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PURPOSE. The aim of this study was to investigate a comparison of implant bone bed preparation with Er,Cr:YSGG laser and convention-
al drills on the relationship between implant stability quotient (ISQ) values and implant insertion variables. MATERIALS AND METHODS. Forty
implants were inserted into two different types of pig rib bone. One group was prepared with conventional drills and a total of 20 implants were
inserted into type I and type II bone. The other group was prepared with a Er,Cr:YSGG laser and a total of 20 implants were inserted into type
I and type II bone. ISQ, maximum insertion torque, angular momentum, and insertion torque energy values were measured. RESULTS. The
mean values for variables were significantly higher in type I bone than in type II bone (P < .01). In type I bone, the ISQ values in the drill group
were significantly higher than in the laser group (P < .05). In type II bone, the ISQ values in the laser group were significantly higher than in the
drill group (P < .01). In both type I and type II bone, the maximum insertion torque, total energy, and total angular momentum values between
the drill and laser groups did not differ significantly (P ≥ .05). The ISQ values were correlated with maximum insertion torque (P < .01, r = .731),
total energy (P < .01, r = .696), and angular momentum (P < .01, r = .696). CONCLUSION. Within the limitations of this study, the effects of
bone bed preparation with Er,Cr:YSGG laser on the relationship between implant stability quotient (ISQ) values and implant insertion variables
were comparable to those of drilling. [J Adv Prosthodont 2010;2:148-53]
148
ORIGINAL ARTICLE J Adv Prosthodont 2010;2:148-53
KEY WORDS. Er,Cr:YSGG laser, Titanium implant, Insertion torque resonance frequency analysis, Energy
Corresponding author: Seong-Kyun Kim
Department of Prosthodontics & Dental Research Institute, School of Dentistry, Seoul
National University, 28 Yeongun-dong, Chongno-gu, Seoul, 110-749, Korea
Tel. 82 2 2072 2661: e-mail, ksy0617@snu.ac.kr
Received November 8, 2010 / Last Revison November 29, 2010 / Accepted
December 13, 2010 
ⓒ 2010 The Korean Academy of Prosthodontics
This is an Open Access article distributed under the terms of the Creative Commons
Attribution Non-Commercial License (http://creativecommons.org/licenses/by-
nc/3.0) which permits unrestricted non-commercial use, distribution, and reproduction
in any medium, provided the original work is properly cited.
*This work was supported by the Korea Research Foundation Grant funded by the Korean Government (MOEHRD, Basic Research Promotion Fund)
(KRF-2007-331-E00245).were correlations between the peak insertion torques and
ISQ values of the implants, but Cunha et al.
11 reported that cor-
relations between the insertion torque and ISQ values were only
observed in some implant designs. As a result, controversy still
remains regarding the actual relationships of ISQ values to oth-
er variables. Therefore, a new method was developed to
assess implant stability by calculating energy and angular
momentum values during implant installation.
12,13 The energy
value represents the energy absorbed by bone during implant
surgery, while the angular momentum value represents the load
placed on the implant during implant insertion.
Ever since the effects of ruby laser irradiation on dental hard
tissues were first reported in 1964,
14 a variety of lasers have been
employed in dentistry, including ruby, CO2, Nd:YAG, and
Er:YAG lasers. The mechanisms of laser ablation in bones and
dental hard tissues are documented for specific wavelengths
and modes of certain lasers.
14-16 However, only the erbium fam-
ily of lasers produces wavelengths that are highly absorbed by
hydroxyapatite and collagen and therefore clinically effective
for use on hard tissue.
17 In particular, the maximum absorption
of laser energy in teeth occurs between wavelengths of 3 μ m
and 10 μ m.
17,18 The most recently developed laser is erbium,
chromium: yttrium-scandium-gallium-garnet (Er,Cr:YSGG)
with a wavelength of 2.78 μ m. Many studies have revealed
advantages of the erbium laser bone ablation method. Erbium
laser ablation produces clear cuts that are as efficient as
drilling.
19-22
Although there have been several studies on the effectiveness
of bone cutting with Er,Cr:YSGG lasers, few studies have inves-
tigated the effect of the laser on primary implant stability.
Therefore, the objective of the present study was to investigate
the effects of preparation with Er,Cr:YSGG laser and conventional
drills on the relationships between implant stability quotient
(ISQ) values and implant insertion variables.
MATERIALS AND METHODS 
A total of 40 straight implants measuring 4.1 × 8.5 mm
(Oneplant, Warantec, Seoul, Korea) were used in this study.
Two different types of pig rib bone were used in this experi-
ment. Type I bone was retrieved from the distal aspect of the
pig rib, and contained more cortical bone. Type II bone came
from a more proximal region of the rib with less cortical
component and higher bone marrow and spongeous trabecu-
lae content. In order to standardize type I bone, the upper cor-
tical region was ground until the spongy region was 3.5 mm
in width, and the total width of the bone was greater than 6 mm.
Using the same methods, the upper cortical region of type II
bone was ground until the spongy region was greater than 6 mm.
The bones were firmly attached to a base device. A total of 20
implants were inserted into each type of bone. 
An Er,Cr:YSGG laser (Waterlase MD:BIOLASE, Irvine, CA,
USA) was used at a 5.25 W power setting and 25 Hz/sec pulse
repetition with 55% water and 65% air spray (calculated
energy: 200 mj/pulse). Irradiation was performed with a sap-
phire tip (8.5 mm, 0.6 mmΦ, MG6; BIOLASE) in noncontact
and focusing modes. During laser irradiation, the tip was
maintained in a vertical orientation lightly touching the sam-
ples. For each type of bone, one was drilling group by con-
ventional drill and the other was laser group prepared by an
Er,Cr:YSGG laser . In the drilling group, it was followed pro-
tocols provided by the implant company (Oneplant, Warantec,
Seoul, Korea). A point drill speed of 2,000 rpm was used to pen-
etrate the bone and make the initial mark for the implant
location. Twist drills that were 2 mm wide and 8.5 mm long,
pilot drills 2 to 3 mm wide, and twist drills 3 mm wide and 8.5
mm long were used. In the laser group, in order to control the
size and the shape of the implant bed, a special resin stent was
fabricated (Fig. 1), with a 3 mm diameter round hole created
with the Er,Cr:YSGG laser device. 
Insertion torque, ISQ value
The implants were inserted with ELCOMED (W&H
Dentalwerk, Bu ¨rmoos Gmbh, Austria), a machine developed
for the perforation of bone and implant placement, at a cali-
brated torque of 50 Ncm at 20 rpm. ELCOMED enables the
measurement of insertion torque during implant placement.
Maximum insertion torque value is the peak insertion torque
value that is reached at the final stage of implant insertion
(Fig. 2).
Implant stability was measured with a resonance frequency
analyzer (RFA) (Osstell Mentor; Integration Diagnostics
AB., Go ¨tenborg, Sweden) at the time of implant placement. All
measurements were made by the same dentist. The RFA
device (Smartpeg; Integration Diagnostics AB., Gemlestadsva ¨-
gen, Sweden) was placed by hand and tightened with a force
of 5 - 10 Ncm onto the implant fixture. ISQ values were
measured twice in parallel and perpendicular orientations to
the bone. 
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Fig. 1. Special resin stent for preparation of laser hole.Angular momentum and energy measurements
New software programs were written to calculate the ener-
gy and angular momentum of implant installation in Java
entitled  “Software for the Measurement of Load Associated
with Implant Installation” and  “Software for the Measurement
of Energy Absorbed by Bone.”
12,13 The writing of both software
programs required special permission from the Industrial
Property Office of South Korea. The calculation methods
are as follows: first, the data of insertion torque are acquired
from ELCOMED and entered into the programs. Then, the pro-
gram automatically calculates the angular momentum and ener-
gy that developed during surgery. 
Torque can be thought of as  “rotational force” or  “angular
force” that causes a change in rotational motion. This force is
defined as linear force multiplied by a radius. The SI unit for
torque is the Newton meter (Nm). Momentum (SI unit kg ∙ m/s,
or, equivalently, N ∙ s) is the product of the mass and velocity
of an object. In general, the momentum of an object can be con-
ceptually thought of as how difficult it is to stop the object.
Momentum is a conserved quantity, meaning that the total
momentum of any closed system cannot be changed. The
angular momentum of a particle about the origin is defined as
L = r * p (L: angular momentum of the particle, r: the position
of the particle expressed as a displacement vector from the ori-
gin, p: linear momentum of the particle). As seen from the def-
inition, the derived SI units of angular momentum are
Newton∙meter∙seconds (N∙m∙s or kgm
2s
-1). If a system
consists of several particles, the total angular momentum
about the origin can be obtained by adding (or integrating) all
the angular momentums of the constituent particles (Fig. 3).
Energy (J) is roughly force times distance, but more precisely,
it is E=∫F ds. This states that the energy (E) is equal to the inte-
gral (along a certain path) of the force. Since energy is strict-
ly conserved and is also locally conserved, it is important to
remember that the definition of energy and the transfer of
energy between the  “system” and adjacent regions is work:
ΔE = W+Q (ΔE: amount of energy transferred, W: work done
on the system, Q: the heat flow into the system). The energy
required to insert an implant was determined by plotting the
insertion torque against the angular displacement of the
implant in radians.
23 The energy values were assessed by
plotting an insertion torque graph into the second program. The
total energy and energy for each region was determined.
The SAS package version 9.1.3 (SAS Institute, Cary, NC, USA)
was used for statistical analyses. The Kolmogorov-Smirnov
test was used to assess the normality of the data. To compare
the values of variables in type I and type II bone, and to
compare the values of variables in type I bone and type II bone
both in the laser group and drill group, independent t-tests were
conducted. Finally, the influence of each parameter on ISQ val-
ues was analyzed by a Pearson correlation analysis. The
Pearson correlation coefficients were calculated to assess
the effects of ISQ values on maximum insertion torque,
angular momentum, and energy values. The significance
level was set at 5%.
RESULTS
The results of the Kolmogorov-Smirnov test indicated that
the data rows were normally distributed. Two-way analyses of
variance (ANOVA) demonstrated no evidence of interaction
between bone and surgical method. 
No identifiable signs of side effects such as burning or
carbonization were observed during surgical procedures.
Table 1 shows the comparisons of t-values for the ISQ, max-
imum insertion torque, total energy, and total angular momen-
tum values in type I and type II bone. The mean values for all
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Fig. 2. Insertion torque graph. Fig. 3. Angular momentum and mean torque.
y (N cm)
x (s)
The number of data: 210 
Total area: 390.56 Ncms
Mean Torque:14.81 Ncmvariables in type I and type II bone differed significantly (P <
.01). All values were higher in type I bone than type II bone.
Table 2 shows the comparison of the t-values for the ISQ, max-
imum insertion torque, total energy, and total angular momen-
tum values between the drill and laser groups in type I bone.
The ISQ values were significantly higher in the drill group than
the laser group (P < .05). The maximum insertion torque, total
energy, and total angular momentum values did not differ sig-
nificantly between the drill and laser groups (P > .05). Table
3 shows the comparison of the t-values for the ISQ, maximum
insertion torque, total energy, and total angular momentum val-
ues between the drill and laser groups in type II bone. The ISQ
values in the laser group were significantly higher than in the
drill group (P < .01). The maximum insertion torque, total ener-
gy, and total angular momentum values did not differ signif-
icantly between the drill and laser groups (P ≥ .05).
Table 4 illustrates correlations between ISQ and maximum
insertion torque values at implant insertion (P < .01, r = 0.731),
between ISQ and total energy values (P < .01, r = 0.696), and
between ISQ and angular momentum values (P< .01, r= 0.696).
DISCUSSION
It is apparent that primary stability is essential for the suc-
cess and longevity of osseointegrated implants.
3,10 Sennerby et
al.
24 have shown the importance of engaging cortical bone to
implant stability and found that implants that were connected
to the cortical bone by only a few threads still had greater ini-
tial holding power than implants that were completely surrounded
by cancellous bone.
24,25 Three parameters govern the achieve-
ment of primary stability: implant geometry, type of surgical
procedure, and bone quality of the recipient site (density
and stiffness).
26 The mean values for all variables in type I and
type II bone differed significantly (P < .01). All values were
higher in type I bone than in type II bone.
In Table 4, a direct correlation can be seen between the ISQ
and maximum insertion torque values (P < .01, r = 0.731). This
corresponds with the results of Friberg et al.,
6 who measured
bone density in the marginal, middle, and apical parts of
implants in the maxilla. Subsequent RFA measurements
showed a correlation between implant stability and the density
of the marginal bone, but the same correlation was not seen at
any other parts of the implant site. As a result, Friberg et al.
concluded that marginal bone properties were the main deter-
minants of RFA measurements. ISQ values were also corre-
lated to angular momentum (P < .01, r = 0.696) and energy val-
ues (P < .01, r = 0.696) at implant insertion. After implant inser-
tion, bone has been observed to undergo remodeling at the
implant-bone interface in in vivo studies. If high trauma was
delivered to the implant-bone site, stress to the bone would
increase. Bone remodeling at this interface between the bone
151
A comparison of bone bed preparation with laser and conventional drill on the relationship between implant stability
quotient (ISQ) values and implant insertion variables
J Adv Prosthodont 2010;2:148-53
Lee SY et al.
Table 1. Comparison of t values for variables in type I and type II bone
ISQ Maximum insertion torque Total energy Total angular momentum
Bone I 69.85 ±7.56 13.48 ±3.89 2.38 ±0.70 113.52 ±33.63
Bone II 60.00 ±8.14 8.48 ±3.50 1.29 ±0.64 87.45 ±41.21
t 0.008** 0.009** 0.001** 0.001**
(**: P< .01)
Table 2. Comparison of t values for variables in type I bone
ISQ Maximum insertion torque Total energy Total angular momentum
Drill 70.65 ±3.97 12.75 ±3.43 2.14 ±0.63 102.22 ±30.33
Laser 69.05 ±10.17 14.20 ±4.37 2.61 ±0.72 124.83 ±34.40
t 0.041* 0.481 0.924 0.93
(*: P < .05)
Table 3. Comparison of t values for variables in type II bone
ISQ Maximum insertion torque Total energy Total angular momentum
Drill 59.15 ±5.64 7.25 ±2.64 1.01 ±0.45 48.41 ±21.72
Laser 60.85 ±10.31 9.70 ±3.94 1.56 ±0.70 74.35 ±33.26
t 0.004** 0.261 0.05 0.052
(**: P < .01)
Table 4. Correlation of variables with ISQ values
vs. ISQ
Mean value
(Pearson 
correlation 
coefficient)
ISQ 64.39 -
Maximum insertion torque (N∙cm)  10.98 0.731**
Total energy (J) 1.83 0.696**
Total angular momentum (N∙cm∙s) 87.45 0.696**
(**: P < .01)and implant would then be delayed. Therefore, it is best to
decrease stress to the bone. Stress can be thought of as ener-
gy applied to the bone. A new software program was written
to calculate energy using insertion torque data.
13 This energy
is related to the load in the bone. In general, the energy can be
divided into mechanical load and heat to the bone. Since
energy is also lost in the generation of heat within the hand piece,
in the generation of noise, and in the friction between the com-
ponents of the hand piece and motor,
27 the total energy calculated
by insertion torque may be an overestimate of the energy impart-
ed to the bone. Nonetheless, if the energy is excessive, the bone
will exhibit slow healing or necrosis. With our new soft-
ware program, the stress on the bone and the amount of bone
remodeling that occurs can be approximated. Insights drawn
from new methods and software programs might result in new
implants that demonstrate higher implant stability and lower
damage to bone during surgery.
In Fig. 4, which shows the comparison of the preparation site
with drills (left) and lasers (right) group, a wide gap, especially
in the apical area of the implant supporting area, was observed.
Although the sizes of the cavities up to 3 mm in diameter were
adjusted by stents, the actual sizes of the cavities were
unknown in laser group. This means that in comparing the cav-
ities prepared with convention drills, the laser preparation result-
ed in a wider gap between the implant surface and the later-
al wall of the bony cavity. This phenomenon was also report-
ed by other studies
28,29 with the Er:YAG laser. Schwarts et al.
29
prepared implant channels in the lower jaws of beagle dogs using
an Er:YAG laser device and conventional drills. Three screw-
type titanium implants from different manufacturers were
randomly inserted. Histological and histomorphometric analy-
sis was conducted during the second and twelfth week of recov-
ery. In the two week specimen, it was found that Er:YAG laser
osteotomy frequently resulted in wide peri-implant gaps,
particularly in the apical area of the implant supporting bone,
caused by the mode of application.
One interesting finding in our study is that in the laser
group, we found wider peri-impant gaps just after the opera-
tion (Fig. 4). Ultimately, the wider peri-implant gap, maximum
insertion torque, total energy, and total angular momentum val-
ues between the drill and laser groups did not differ significantly
in type I and type II bone. For future purposes, in vivo studies
of bone response after the insertion of titanium implants in sites
prepared with Er,Cr:YSGG lasers and in sites prepared with
conventional drills are needed. 
CONCLUSION 
Within the limitations of this study, the effects of preparation
with Er,Cr:YSGG laser on the relationship between implant
stability quotient (ISQ) values and implant insertion vari-
ables were comparable to those observed in drilling sites. Our
new Java program can be used to ascertain the energy produced
with implant placement, which can be used in combination with
resonance frequency analysis to predict implant stability.
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